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1.  SUMMARY 


Atomic  absorption  race  bods  are  proposed  for  the  determination  of 
potassium,  sodium,  calcium,  and  barium  in  nitrocellulose-base  propel¬ 
lants.  A  l-graa  sample  is  treated  with  a  mixture  of  10  ml  of  nitric 
acid  and  3  ml  of  perchloric  acid  and  the  solution  is  evaporated  to  a 
volume  of  approximately  1  ml.  The  solution  is  then  diluted  to  an 
appropriate  volume  (usually  500  ml  for  potassium  or  100  ml  for  sodium, 
calcium,  and  barium)  and  the  absorption  is  determined  with  an  atomic 
absorption  spectrophotometer.  There  are  no  significant  interferences 
from  the  amounts  and  ratios  of  salts  found  in  nitrocellulose-base 
propellants.  The  accuracy  of  the  methods  was  checked  with  actual  and 
synthetic  propellants.  The  proposed  methods  are  more  reliable  and 
considerably  more  rapid  than  tke  wet  chemical  methods  presently  used 
for  the  determination  of  inorganic  salts  in  nitrocellulose-base  pro¬ 
pellants. 


II .  RECOMMENDATIONS 

It  is  recommended  that  the  methods  in  this  report  be  included  in 
the  military  standard  for  propellants  (MXL-STD-286B)  and  other 
appropriate  military  documents. 

III.  INTRODUCTION 


Potassium  salts  (potassium  sulfate  and  potassium  nitrate),  sodium 
sulfate,  calcium  carbonate, and  barium  nitrate  are  found  in  many  nitro¬ 
cellulose-base  propellants.  The  following  are  the  amounts  of  these 
salts  that  are  present  in  the  ordinary  types  of  propellants: 

0.5  to  2%  potassium  sulfate. 

0.5  to  2%  potassium  nitrate. 

0  to  0.2%  sodium  sulfate  plus  0.5  to  1%  calcium  carbonate. 

0.5  to  4%  barium  nitrate  plus  0.5  to  2%  potassium  nitrate. 

The  methods  presently  used  for  the  determination  of. the  above 
salts  in  nitrocellulose-base  propellants  are  time-consuming  and  leave 
much  to  be  desired  in  the  way  of  reliability.  The  potassium  sulfate 
and  potassium  nitrate  are  ordinarily  determined  gravimetrical ly  by 
precipitation  with  tetraphenylboron  (6).  Sodium  sulfate  and  calcium 
carbonate  are  usually  determined  together  by  dissolution  of  the  pro¬ 
pellant  in  morpholine,  filtration  of  the  sodium  sulfate  and  calcium 
carbonate  by  means  of  a  Gooch,  weighing  the  combined  salts,  washing 
with  water  to  dissolve  the  sodium  sulfate,  weighing  again,  dissolution 
of  the  calcium  carbonate  with  dilute  acid,  and  weighing  once  more  (4). 
Barium  nitrate  is  ordinarily  determined  by  precipitation  as  barium 
sulfate  (3).  Methods  exist  for  the  determination  of  potassium  (5) 


1 


i'i  m  awrjH 


(and  ocher  metals)  In  nitrocellulose-base  propellants  by  use  of  flame 
photometry  but  the  results  over  a  period  of  years  have  not  been 
gratifying. 

view  of  the  need  for  more  accurate  and  more  rapid  methods  for 
the  determination  of  potassium,  sodium,  calcium,  and  barium  salts  in 
propellants,  this  laboratory  undertook  an  Investigation  to  develop 
atomic  absorption  procedures. 


IV.  STUDY 

A.  DEVELOPMENT  OF  METHODS 

It  was  decided  that  the  best  means  for  preparing  the  sample  was 
to  treat  the  propellant  with  a  mixture  of  nitric  and  perchloric  acids 
and  evaporate  to  fumes  of  perchloric  acid  to  destroy  the  organic 
matter.  This  treatment  is  more  rapid  than  treatment  with  nitric  and 
sulfuric  acids,  evaporation  to  fumes  of  sulfuric  acid,  and  further 
treatment  with  nitric  acid.  The  latter  treatment  is  not  applicable 
when  barium  is  to  be  determined  because  of  the  precipitation  of 
barium  sulfate.  A  third  method  of  preparing  the  sample  is  to  treat 
with  nitric  acid,  evaporate  to  dryness,  ignite,  and  dissolve  the  ash 
in  dilute  hydrochloric  acid.  There  is  considerable  likelihood  of 
losses  and  contamination  using  this  ignition  technique,  therefore, 
it  is  not  recommended. 

The  solutions  obtained  after  evaporating  with  perchloric  acid 
and  adding  water  were  clear,  except  for  a  slight  amount  of  graphite 
that  sometimes  remained.  This  graphite  settled  out  quickly  after 
dilution  to  volume  and  caused  no  difficulty. 

An  investigation  was  made  of  the  effect  of  the  volume  of  per¬ 
chloric  acid  in  the  determination  of  potassium,  sodium,  calcium,  and 
barium  (Table  I).  It  is  seen  that  more  than  2  ml  of  perchloric  acid 
causes  a  decrease  in  absorption  for  potassium  and  sodium,  while  more 
than  1  ml  of  perchloric  acid  causes  a  decrease  in  absorption  for 
calcium  and  barium.  It  is  recommended,  therefore,  that  the  solution 
be  evaporated  to  a  volume  of  about  1  ml  to  eliminate  any  possible 
effect  from  perchloric  acid  on  the  absorption. 

The  perchloric-nitric  acid  treatment  is  completely  safe  and  the 
authors  never  encountered  any  instance  of  violent  reaction.  The 
fact  that  only  a  1-gram  sample  is  used  is  probably  helpful  in  the 
quick  and  quiet  destruction  of  the  organic  matter. 

The  instrument  settings  chosen  for  the  atomic  absorption  measure¬ 
ments  for  potassium,  sodium,  calcium,  and  barium  were  essentially 
those  recommended  by  Perkin-Elmer  Corp.  (1). 
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Since  barium  has  a  lower  sensitivity  than  potassium,  sodium,  or 
calcium,  it  is  necessary  to  use  a  more  concentrated  solution  of  barium 
and  an  expanded  absorption  scale  in  order  to  obtain  a  satisfactory 
absorption  range. 

The  question  of  Interferences  was  considered.  This  essentially 
means  the  possible  mutual  interference  of  potassium,  sodium,  calcium, 
and  barium.  Judging  by  previous  work  (1)  it  would  not  oe  expected 
that  there  would  be  significant  interference  from  the  amounts  and 
ratios  of  the  salts  fourd  in  propellants.  This  is  borne  out  by  the 
results  obtained  with  actual  and  synthetic  propellants.  These  results 
will  be  discussed  later. 

The  proposed  methods  would  not  be  applicable,  to  mixtures  con¬ 
taining  barium  nitrate  and  a  sulfate  salt,  because  of  the  precipitation 
of  barium  sulfate.  Fortunately  this  combination  of  salts  was  not 
found  in  propellants. 


B.  RECOMMENDED  METHODS 

1 .  Apparatus 

Atomic  absorption  spectrophotometer.  This  laboratory  used  a 
Perkin-Eimer  Model  303  Atomic  Absorption  Speotrophotometer. 

2.  Reagents 

Potassium  stock  solution  (0.1  mg  of  potassium  per  ml).  Dissolve 
0.1910  gram  of  potassium  chloride  in  water  and  dilute  to  1  liter  in 
a  volumetric  flask. 

Sodium  stock  solution  (0.05  mg  of  sodium  per  ml).  Dissolve 
0.1271  gram  of  sodium  chloride  in  water  and  dilute  to  1  liter  in  a 
volumetric  flask. 

Calcium  stock  solution  (0.5  mg  of  calcium  per  ml).  Transfer 
1.2490  grams  of  calcium  carbonate  to  a  250-ml  beaker,  add  150  ml  of 
water  and  5  *al  of  hydrochloric  acid  slowly,  warm  until  dissolved, 
cool,  and  dilute  to  1  liter  in  a  volumetric  flask. 

Barium  stock  solution  (2.5  rag  of  barium  per  ml).  Dissolve 
4.7575  grams  of  barium  nitrate  in  water  and  dilute  to  1  liter  in  a 
volumetric  flask. 

Perchloric  acid,  60-percent. 

Nitric  acid,  70-percent. 
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Method  for  Potassium 


The  operating  conditions  and  settings  for  potassiums  using  the 
Perkin-Elmer  Model  303  Spectrophotometer  are  as  follows: 

Wavelength  -  383.6 

Scale  -  1 

Meter  Response  -  1 
Range  -  Visual 
Slit  -  4 
Gain  -  4 
Filter  -  IN 

Source  -  Hollow  cathode  potassium  lamp  (26  ma) 

Flow  (Acetylene)  -  9.0 

Flow  (Air)  -  9.0  [The  pressure  at  the  burner  regulator 
should  be  30  pounds  per  square  inch  as  read  on  the  gauge  (psig)J. 

Prepare  a  calibration  curve  for  potassium,  using  solutions  pre¬ 
pared  by  transferring  2.50,  5.00,  7. 50,  and  10.00  ml  of  potassium 
stock  solution  to  100-ml  volumetric  flasks  and  diluting  to  volume  with 
water.  This  gives  a  range  of  0.25,  0.50,  0.75  and  1.00  mg  of  potassium 
per  100  ml.  Perform  the  atomic  absorption  measurements  on  the  solutions 
and  plot  mg  of  potassium  (per  100  ml)  vs.  absorbance.  The  calibration 
curve  should  be  checked  daily. 

The  directions  for  operating  the  Perkin-Elmer  Model  303  Atomic 
Absorption  Spectrophotometer  (2)  are  given  in  the  Appendix  of  this 
report. 

Perform  the  determination  of  potassium  in  propellants  as  follows: 

Transfer  a  1.00-grara  sample  to  a  150-ml  beaker  and  add  10  ml  of 
nitric  acid  and  3  ml  of  perchloric  acid.  Warm  on  a  hot  plate  until 
the  propellant  is  dissolved  and  then  evaporate  to  fumes  of  perchloric 
acid.  Continue  the  fuming  with  occasional  swirling  until  not  more 
than  1  ml  of  liquid  remains.  Carry  along  a  blank  determination 
through  the  entire  procedure.  Cool,  transfer  to  a  500-mi  volumetric 
flask,  and  dilute  to  the  mark.  This  dilution  is  satisfactory  for 
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samples  containing  up  to  1.0%  pdtassium  salt.  Perform  the  atomic 
absorption  measurements  /»r<d  convert  the  reading  to  mg  of  potassium 
(per  100  ml)  by  referring  to  the  calibration  curve.  Deduct  the  blank. 

Calculate  as  follows: 

500 

Percent  K  SO  -  *-lP«-*00  ,ml)  *  M - 

2  4  grams  of  sample  x  10  x  0.4498 

1.114  x  mg  of  K  (per  100  ml) 
grams  of  sample 

500 

Percent  KN0  -  P»«  gf  *  >P«  lp0.J.>_»  JIB 

3  grams  of  sample  x  10  x  0.3867 

1.293  x  mg  of  K  (per  100  ml) 
grams  of  sample 

4.  Method  for  Sodium 

The  operating  conditions  and  settings  for  sodium  using  the  Perkin- 
Elmer  Model  303  Spectrophotometer  are  as  follows: 


Wavelength  -  295 


Scale  -  1 


Meter  Response  -  1 
Range  -  Visual 
Slit  -  3 


Gain  -  2 
Filter  -  IN 


Source  -  Hollow  cathode  sodium  lamp  (15  ma) 

Flow  (Acetylene)  -  9,0 

Flow  (Air)  -  9.0  (the  pressure  at  the  burner  regulator 
should  be  30  psig). 

Prepare  a  calibration  curve  for  sodium,  using  solutions  prepared 
by  transferring  1.00,  2.00,  4.00#and  6.00  ml  of  sodium  stock  solution 
to  100-ml  volumetric  flasks  and  diluting  to  volume  with  water.  This 
gives  a  range  of  0.05,  0.10,  0.20;and  0.30  mg  of  sodium  per  100  ml. 
Perform  the  atomic  absorption  measurements  on  the  solutions  and  plot 
mg  of  sodium  (per  100  ml)  vs.,  absorbance. 

Perform  the  determination  of  sodium  in  propellants  as  follows: 

Treat  a  1.00-gram  sample  the  same  way  as  described  in  method  for 
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potassium.  Transfer  to  a  100-ml  volumetric  flask  and  dilute  to  the 
mark.  This  dilution  is  satisfactory  for  samples  containing  up  to 
0.10X  sodium  sulfate.  Perform  the  atomic  absorption  measurements  and 
convert  the  reading  to  mg  of  sodium  by  referring  to  the  calibration 
curve.  Deduct  the  blank. 


Calculate  as  follows: 


Percent  Na  SO  =  - 

rercent  grams  Qf  sample  x  iq  x  q.3237 


0.3089  x  mg  of  Na  (per  100  ml) 
grams  of  sample 
5.  Method  for  Calcium 

The  operating  conditions  and  settings  for  calcium  using  the 
Perkln-Elmer  Model  303  Spectrophotometer  are  as  follows: 

Wavelength  -  212 

Scale  -  1 

Meter  Response  -  1 
Range  -  Visual 
Slit  -  4 
Gain  -  1 
Filter  -  Ol"r 

Source  -  Hollow  cathode  calcium  lamp  (15  ma) 

Flow  (Acetylene)  -  9.0 

Flow  (Air)  -  9.0  (the  burner  regulator  should  be  set  to 

30  psig). 

Prepare  a  calibration  curve  for  calcium  using  solutions  prepared 
by  transferring  2.00,  5.00,  8.00)  and  10.00  ml  of  calcium  stock 
solution  to  100-ml  volumetric  flasks  and  diluting  to  volume  with 
water.  This  gives  a  range  of  1.00,  2.50,  4.00,  and  5.00  mg  of 
calcium  per  100  ml.  Perform  the  atomic  absorption  measurements  on 
the  solutions  and  plot  mg  of  calcium  (per  100  ml)  vs.  absorbance. 

Perform  the  determination  of  calcium  in  propellants  as  follows: 

Treat  a  1.00-grara  sample  in  the  same  way  as  described  in  method 
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for  potassium.  Transfer  to  a  100-al  volumetric  flask  and  dilute  to 
the  mark.  This  dilution  is  satisfactory  for  samples  containing  up 
to  1.0%  calcium  carbonate.  Perform  the  atomic  absorption  measure¬ 
ments  and  convert  the  reading  to  mg  of  calcium  by  referring  to  the 
calibration  curve.  Deduct  the  blank. 


Calculate  as  follows: 


Percent  CaCO^ 


rog  of  Ca  (per  100  ml) _ 

grams  of  sample  x  10  x  0.4004 


_  0.2498  x  mg  of  Ca  (per  100  ml) 
grams  of  sample 

6.  Method  for  Barium 

The  operating  conditions  and  settings  for  barium  using  the  Perkin- 
Elmer  Model  303  Spectrophotometer  are  as  follows: 

Wavelength  -  277 

Scale  -  5 

Meter  Response  -  1 
Range  -  Visual 
Slit  -  3 
Gain  -  3 
Filter  -  OUT 

Source  -  Hollow  cathode  barium  lamp  (20  ma) 

Flow  (Acetylene)  -  9.0 

Flow  (Air)  -  9.0  (the  burner  regulator  should  be  set  at 

30  psig). 

Prepare  a  calibration  curve  for  barium  using  solutions  prepared 
by  transferring  2.00,  5.00,  8.00,  and  10.00  ml  of  barium  stock 
solution  to  100-ml  volumetric  flasks  and  diluting  to  volume  with 
water.  This  gives  a  range  of  5.0,  12.5,  20.0,  and  25.0  mg  ofi 
barium  per  100  mi.  Perform  the  atomic  absorption  measurements  on 
the  solutions  and  plot  mg  of  barium  (per  100  ml)  vs.  absorbance. 
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Perform  the  determination  of  barium  in  propellants  as  follows: 


Treat  a  1. OO-gram  sample  in  the  same  way  as  described  in  method 
for  potassium.  Transfer  to  a  100-ml  volumetric  flask  and  dilute 
to  the  asrk.  This  dilution  is  satisfactory  for  samples  containing 
up  Co  4.5  percent  barium  nitrate.  Perform  the  atomic  absorption 
measurements  and  convert  the  reading  to  mg  of  barium  by  referring 
to  the  calibration  curve.  Ddduct  the  blank. 


Calculate  the  percent  barium  nitrate  as  follows: 


Percent  Ba(NO^)2 


mg  of  Ba  (per  100  ml) _ _ 

grams  of  sample  x  10  x  0.5255 


*  0-1903  x  mg  of  Ba  (per  100  ml) 
grams  of  sample 

7.  Analysis  of  Propellants  Containing  Two  Salts 

Propellants  containing  sodium  and  calcium  salts*  or  barium  and 
potassium  salts  nsed  but  one  sample  preparation.  Dilute  the  sample 
for  the  salt  requiring  the  smaller  dilution  first  and  take  a  proper 
aliquot  for  the  salt  requiring  a  higher  dilution. 

C.  RESULTS 

The  results  obtained  for  the  determination  of  potassium  sulfate* 
potassium  nitrate*  sodium  sulfate*  calcium  carbonate,  and  barium 
nitrate  by  atomic  absorption  are  shown  In  Tables  II  to  VI.  The 
results  show  satisfactory  agreement  with  the  results  obtained  by  the 
wet  methods  except  in  the  case  of  sodium  sulfate.  The  latter  finding 
was  not  unexpected  since  the  gravimetric  sodium  sulfate  method  has 
proved  troublesome. 

The  results  obtained  for  tba  recovery  of  potassium  sulfate, 
sodium  sulfate,  calcium  carbonate,  and  barium  nitrate  in  synthetic 
samples  prepared  by  adding  these  salts  to  known  propellants  are 
shown  in  Tables  VII,  VIII,  IX,  and  X,  respectively.  The  results  bear 
out  the  conclusion  that  there  are  no  significant  interferences  with 
the  determination  of  inorganic  salts  in  nitrocellulose-base  propellants 
by  atomic  absorption. 
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|  VI.  TABLES 


f 

'  Table  1.  Effect  of  Perchloric  Acid 


Absorption 


Perchloric  Acid,  ail 

Potassium 
(5  ppm) 

Sodium 
(2  ppm) 

Calcium 

ii  Egn> 

0 

26.2 

41.2 

18.5 

1 

26.5 

41.1 

18.5 

2 

26.2 

41.0 

17.4 

3 

25.5 

40.6 

17.2 

5 

25.5 

40.0 

17.2 

Barium 
(150  ppm) 

27.1 

27.0 

25.6 

23.0 

23.0 


ID 


Table  II.  Results  for  ^30^  in  Propellants 


1LS0.  Found  (X) 
2  4 


Propellant 
No.  1 
(IMR  5010, 
Lot  26226) 


Tetrapheny lboron  Method  (6) 


Atomic  Absorption 


No.  2 
(HPC-13, 
Lot  6) 


No.  3 
(SR  7641) 


No.  4 
(DA  67, 
Lot  548) 


0.70 

0.72 

0.70 

0.69 

0.70 

Avg. 

0.70 

Dev. 

0.011 

0.39 

0.40 

0.41 

0.41 

0.40 

Avg. 

0.40 

Dev. 

0.009 

0.12 

0.11 

0.11 

0.11 

0.11 

Avg. 

0.11 

Dev. 

0.005 

0.90 

0.92 

0.93 

0.91 

0.93 

Avg. 

0.92 

Dev. 

0.013 
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Table  111.  Results  for  KNO^  In  Propellants 


Propellant 
No,  5 
(NNP-160, 
NL5089) 


No.  6a 

(HES  5250.70) 


No.  7b 
(M-2) 


KN03  Pound  (X) 


Tetraphenvlboron  Method  (6) 


Atomic  Absorption 


1,60 


Avg. 


1.81 

1.78 

1.81 

1.77 

1.78 

1.79 


Std.  Dev.  0.018 


0.78 


Avg. 
Std.  Dev. 


0.79 

0.79 

0.77 

0.78 

0.80 

0.79 

0.012 


0.82 


Avg. 
Std .  Dev . 


0.83 

0.81 

0.83 

0.82 

0.81 

0.82 

0.010 


a  Contains  1.43%  Ba(N03>2  (See  Table  VI). 
b  Contains  1.46%  BatNO^  (See  Table  VI). 


# 
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Table  IV 


Results  for  N&^SO^  in  Propellants 


Na2S04  Found  (*) 


Propellant  a 
No.  8 
(WC  818, 

AL  45362) 


Morpholine  Method  (4) 


Atomic  Absorption 


0.11 


Std. 


No.  9 
(WC  818, 

LC  12641) 


0.12 


Std. 


No.  10 
(WC  846, 
FA  133) 


0.11 


Std. 


No.  11 
(WC  846, 
FA  172) 


Std, 


a  All  samples  contain  approx.  0.6%  CaCO 


0.051 

0.051 

0.052 

0.051 

0.051 

Avg. 

0.051 

Dev. 

0.001 

0.059 

0.060 

0.059 

0.059 

0.059 

Avg. 

0.059 

Dev. 

0.001 

0.069 

0.069 

0.068 

0.067 

0.069 

Avg. 

0.068 

Dev. 

0.010 

0.048 

0.047 

0.049 

0.048 

0.047 

Avg. 

0.048 

Dev. 

0.009 

e  V). 
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Table  V. 


Results  for  CaCO^  in  Propellants 


Propellant  a 
No.  8 
(WC  818, 

AL  45362) 


No.  9 
(WC  818, 

AL  12641) 


No.  10 
(WC  846, 
FA  133 


No.  11 
(WC  846, 
FA  172 


Morpholine  Method  (4) 

0.63 

0.62 

0.62 


Atomic  Absorption 


0.64 
0.64 
0.64 
0.64 
0.65 
Avg.  0.64 
Std.  Dev.  0.001 


0.65 
0.65 
0.66 
0.65 
0.65 
Avg.  0.65 
Std.  Dev.  0.001 


0.65 
0.64 
0.64 
0.64 
0.65 
Avg .  0.64 
Std.  Dev.  0.007 


0.59 
0.59 
0.58 
0.58 
0.57 
Avg.  0.58 
Std.  Dev.  0.009 


a  Ail  samples  contain  approx.  0.10Z  ^280^  (See  Table  IV). 
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Table  VI.  Results  for  BafNO^  in  Propellants 


Propellant 
No.  12® 

(SR  4990, 
Lot  79) 


No.  6b 

(HES  5250.70) 


No.  13c 
(HES  5250.73) 


No.  7d 
(M-2) 


Ba(N03)2  Found  (%) 

Gravimetric  Method  (3)  Atonic  Absorpt*... 


3.58  3,43 

3.43 

3.38 

3.38 

3.43 
Avg.  3.41 

Std.  Dev.  0.027 

1.32  1.45 

1.41 

1.45 

1.41 

1.43 
Avg .  1.43 

Std.  Dev.  0.020 

1.38  1.47 

1.41 
1.43 
1.45 
1.47 
Avg.  1.45 
Std.  Dev.  0.027 

1.38  1.45 

1.45 
1.47 
1.45 
1.47 
Avg.  1.46 
Std.  Dev.  0.011 


a  Contains  0.76%  KN03. 

b  Contains  0.78%  KN03  (See  Table  III). 

c  Contains  0.85%  KN03> 

d  Contains  0.82%  KN03  (See  Table  III). 
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Table  VII.  Results  for  Recovery  of  Added  K^SO^4 


Added  (gram) 

K^SO^  Found 
(gram) 

Recovery  (% 

0.0030 

0.0031 

103-3 

0.0050 

0.0052 

104.0 

0.0060 

0.0057 

95.0 

0.0080 

0.0082 

102.5 

0.0100 

0.0105 

105.0 

a  The  K?S0,  was  added 

to  propellant  No. 

Avg,  102.0 

8  which  contains  0.051% 

iuc  os//  was  cuucu  uu  piu^cxiauu  »u.  o  wuiui  ujirsi 

Na2SO^  (see  Table  IV)  and  0.64%  CaCC>3  (see  Table  V). 


Table  VIII. 


Added  (gram) 
0.00050 
0.00100 
0.00150 
0.00200 


Results  for  Recovery 


Na2S0^  Found 

(gram) 

0.00052 

0.00105 

0.00151 

0.00208 


Added  Na  SO  a 
2  4 


Recovery  (%) 
104.0 
105.0 
100.7 
104.0 
Avg.  103.4 


a  Th?  sodium  3ulfate  was  added  to  sample  No.  1  which  contains 

0.70  K  SO.  (see  Table  II). 

2  4 
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Table  IX.  Results  for  Recovery  of  Added  CaCO^a 


CaCO^  Found 

Added  (gram) 

( gram ) 

Recovery  (%) 

0.00100 

0.00103 

103.0 

0.00300 

0.00303 

101.0 

0.00400 

0.00406 

101.5 

0.00600 

0.00619 

103.7 

0.00700 

0.00713 

101 .9 
Avg.  102.1 

a  The  CaCO  was  added  to  sample  No.  1  which  contains  0.70% 

K  SO,  ( s6e  Table  II). 

2  4 


Table  X.  Results  for  Recovery  of  Added  Ba(N0^)o 
Ba(N0  )^  Found 


Added  (gram)  (gram) 

0.0100  0.0100 

0.0200  0.0202 

0.0300  0.0297 

0.0400  0.0400 

0.0500  0.0500 


The  Ba(N0_)  was  added  to  sample 

KN0  (see  Table  III). 

3 


_  Recovery  (%) 

100.0 
101.0 
99.0 
100.0 
100.0 
Avg.  100.0 

No.  5  which  contains  1.79% 


t 


a 
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APPENDIX 


DIRECTIONS  FOR  OPERATING  PERKIN-ELMER 
MODEL  303  ATOMIC  ABSORPTION  SPECTROPHOTOMETER 

Make  certain  that  the  burner  body  shield  is  fastened  securely  to 
the  mounting  bracket  and  that  the  hold-down  cable  assembly  is  con¬ 
nected  to  the  burner  body  shield.  The  safety  glass  shield  should  be 
in  place.  Determine  that  there  is  water  in  the  drain  tube  trap  and 
that  the  end  of  the  drain  tube  is  in  water. 

Set  the  SLIT  Control  for  the  recommended  slit  width. 

Make  sure  the  SOURCE  Control  is  at  zero. 

Install  the  recommended  lamp  source. 

Set  the  POWER  Switch  to  ON. 

Set  the  SOURCE  Control  to  obtain  the  recommended  current. 

Allow  the  instrument  to  warm  up  for  15  to  20  minutes. 

Set  the  RANGE  Switch  to  Visual. 

Set  the  FILTER  to  IN. 

Adjust  the  coarse  WAVELENGTH  Control  to  obtain  the  correct  indica¬ 
tion  on  the  WAVELENGTH  Counter. 

Turn  the  fine  WAVELENGTH  Control  very  slowly  to  obtain  the  maximum 
needle  deflection  to  the  right  on  the  ENERGY  Meter.  While  tuning  with 
the  WAVELENGTH  Control,  adjust  the  GAIN  Control  to  center  the  ENERGY 
Meter  needle  in  the  black  region  on  the  scale. 

Set  the  Burner  Regulator  Air  Control  to  obtain  an  air  pressure 
gauge  indication  of  30  psig.  Adjust  the  Auxiliary  Air  Control  to 
provide  an  Air  Flow  Meter  reading  of  9.0. 

Set  the  fuel  supply  (Acetylene)  pressure  regulator  to  obtain  a 
gauge  reading  of  8  psig.  Use  the  quick  shut-off  switch  to  turn 
fuel  on  and  off. 

Light  the  burner  after  full  fuel  flow  is  established. 

Set  the  Burner  Regulator  Fuel  Control  to  obtain  tne  Fuel  Flow 
Meter  reading  of  9.0. 
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Allow  five  minutes  warmup  of  the  burner  system  before  the  first 
aspiration. 

Set  the  SCALE  Switch  to  obtain  the  desired  expansion  of  the  Absorp¬ 
tion  Scale. 

Set  the  METER  RESPONSE  Switch  as  required. 

Insert  the  burner-nebulizer  sample  tubing  into  water.  Set  the 
ABSORPTION  Counter  at  000  and  while  aspirating,  turn  the  ZERO  Control 
until  the  NULL  Meter  needle  indicates  null  (mid-scale).  If  it  is  not 
convenient  to  set  the  ABSORPTION  Counter  at  000,  press  the  zero  check 
button  while  setting  null. 

Remove  the  water  and  insert  the  sample  tubing  into  the  sample 
solution  or  a  standard  solution.  While  aspirating,  set  the  NULL 
Meter  needle  at  null  (mid-scale)  by  turning  the  ABSORPTION  Control. 

Read  the  ABSORPTION  Counter  to  determine  percent  absorption  of  the 
solution.  Take  an  average  of  3  readings.  Obtain  the  percent  absorp¬ 
tion  of  all  the  standard  solutions  in  similar  manner.  Keep  sample 
tubing  in  water  between  all  determinations. 

Refer  to  the  table  (2)  to  convert  percent  absorption  to  absorbance. 

To  extinguish  the  flame,  shut  off  the  fuel  supply  to  the  burner- 
nebulizer,  by  closing  main  valve  of  fuel  tank  first,  then  the  valve 
to  the  gauge  on  the  tank  and  finally  the  quick  shut-off  switch.  This 
allows  complete  bleeding  of  the  line.  Shut  off  the  air  supply  last. 

Set  the  POWER  Switch  to  OFF.  Set  SOURCE  at  zero. 

Notes  on  the  operation: 

1.  Always  turn  Air  on  first  when  starting.  To  shut  down 
turn  Fuel  off  first  and  Air  last. 

2.  Wear  safety  glasses  when  working  in  the  neighborhood  of 
the  flame. 

3.  Never  leave  the  flame  unattended. 

4.  Never  aspirate  a  solution  with  the  flame  off. 


19 


DISTRIBUTION  LIST 

2  Defense  Metals  Information  Center,  Batteile  Memorial  Institute, 
Columbus,  Ohio  43201 

20  Commanding  Officer,  Defense  Documentation  Center,  Cameron  Station 
Alexandria,  Virginia  22314 

Office  of  Chief  of  Research  and  Development,  Department  of  the 
Army,  Washington,  D.  C.  20310 
1  ATTN:  CRDPES 

1  Commanding  Officer,  Array  Research  Office  (Durham),  Box  CM,  Duke 
Station,  Durham,  North  Carolina  27706 

Commanding  General,  U.  S.  Array  Materiel  Command,  Washington,  D.  C 
20315 

2  ATTN :  AMCPP-P 

1  AMCQA 

2  AMCQA -E 

2  AMCQA- P 

1  AMCRD-TC 

1  AMCRL-L,  Mr.  N.  Klein 

Commanding  General,  U.  S.  Array  Aviation  Materiel  Command,  St. 
Louis,  Missouri  63166 

2  ATTN:  AMSAV-E 

1  AMSAV-L 

1  AMSAV-LE 

1  AMSAV-LV 

Commanding  General,  U.  S.  Array  Electronics  Command,  Fort  Monmouth 
New  Jersey  07703 

2  ATTN:  AMSEL-CB 

1  AMSEL-PP-PO 

1  AMSEL-QM 

1  AMSEL-RD-GT 

1  AMSEL-XL-E  (Mr.  W.  F.  Nye) 

Commanding  General,  U.  S.  Array  Electronics  Command,  225  South 
Eighteenth  Street,  Philadelphia,  Pennsylvania  19103 
1  ATTN:  AMSEL-PP-E-P/IED 

Commanding  General,  U.  S.  Army  Missile  Command,  Redstone  Arsenal, 
Alabama  35809 

1  ATTN:  AMSM1-IF.E,  Mr.  I.  A.  Laity 

2  AMSMl-QC,  Mr.  K.  Joy 

2  AMSM1-RBLD,  Redstone  Scientific  Infonaatlon  Center 


20 


1  AKSMI-RKK,  Mr.  R.  Fink 

1  AMSMI-RKK,  Mr.  C.  Martens 

1  AMSMI-RRS,  Mr.  R.  E.  Ely 

1  AMSMI-RSM,  Mr.  E.  J.  Wheelahan 

Commanding  General*  U.  S.  Army  Mobility  Equipment  Command, 

4300  Goodfeilow  Boulevard,  St.  Louis,  Missouri  63166 

1  ATTN :  AMSME-Q,  Mr.  Robert  Cook 

Commanding  General,  U.  S.  Array  Munitions  Command,  Dover,  New 
Jersey  07801 

2  ATTN:  Directorate/Quality  Assurance,  Mr.  W.  Thomas 

1  Research  and  Engineering  Directorate 

2  Commanding  General,  U.  S.  Army  Natick  Laboratories,  Kansas  Street, 
Natick,  Massachusetts  01762 

1  AITN:  Films  and  Coated  Fabrics  Section,  Mr.  S.  Shurtleff 

Commanding  General,  U.  S.  Array  Tank-Automotive  Command, 

28251  Van  Dyke  Avenue,  Warren,  Michigan  48090 
4  ATTN:  AMSTA-QA 

1  AMSTA-BMT,  Mr.  J.  Dudzinski 

1  AMSTA-BMT,  Mr.  F.  Lemraer 

Commanding  General,  U.  S.  Array  Test  and  Evaluation  Command, 
Aberdeen  Proving  Ground,  Maryland  21005 

2  ATTN:  AMSTE-TA-A 

Commanding  General,  U.  S.  Army  Weapons  Command,  Research  and 
.Development  Directorate,  Rock  Island,  Illinois  61202 
1  ATTN:  AMSWE-RDR 

1  AMSWE-PP,  Industrial  Mobilization  Branch 

3  AMSWE-QA,  Quality  Assurance  Office 

Commanding  Officer,  Aberdeen  Proving  Ground,  Maryland  21005 
1  ATTN:  STEAP-DS-LP,  Mr.  J.  M.  McKinley 
1  STEAP-TL,  Technical  Library 

Commanding  Officer,  Edgewood  Arsenal,  Edgewocd,  Maryland  21010 

1  ATTN:  Chemical  R4D  Laboratories 

2  Director/Quality  Assurance 

Commanding  Officer,  Fort  Detrick,  Frederick,  Maryland  21701 
2  ATTN:  Plans  and  Readiness  Operatic  j  Office 

Commanding  Officer,  Frankford  Arsenal,  Philadelphia,  Pa.  19137 
2  ATTN:  Directorate/Quality  Assurance 


2! 


WcurtyHCUaaftgajioj 


DOCUMENT  CONTROL  DATA .  R  *  D 


1.  OWISINATINS  ACTIVITY  (Cmytmtt  mm*m) 

Commanding  Officer 

FRANKFORD  ARSENAL 

ATIN:  L3100,  Bldg.  64-3,  Philadelphia,  Pa. 

M.  SSPONT  MCWSITV  CLASSIFICATION 

UNCLASSIFIED 

•a  smwp 

9>  MWRT  TITLI 

Determination  of  Potassium,  Sodium,  Calciun,  and  Barium  in  Nitrocellulose-Base 
Propellants  by  Atomic  Absorption. 

*•  osscatPTivs  mots*  (Typ*  ptMpm i  m*  Imtmlwm  Mm) 

Te^t  Report 

Julius  B.  Apatoff 

George  Norwitz 

«.  RIRORT  OATt 

February  1969 

34  6 

AMS  Code  493 1.0M. 5042 

a  eaojccT  ho. 

«. 

a 

R*.  OPHOINATO**S  RKPOftT  NUMCRlD 

T69-1-1 

•a  OTHCA  mtmomr  MOWI  (Amy  mMi  SMC  im y  M 

SM>  npmtt) 

IS.  MiTMMTIM  ITATUSWT 

Release  to  OTS  is  authorized. 

This  document  has  been  approved  for  public  release  and  sale;  its  distribution  is 
unJ ini  ted. 

91*  IVPAklMtNTARY  MOT  BA 

11.  IROMIORIMI  MLITARV  ACTIVITY 

U.  S.  Ar.uy  Materiel  Research  Agency 

III  AORTA  ACT  .  . . 

'“"  >  Atomic  absorption  methods  are  proposed  for  the  determination  of  potassium, 
sodium,  calcium,  and  barium  in  nitrocellulose-base  propellants.  A  1-gram  sampls  is 
treated  with  a  mixture  of  10  mi  of  nitric  acid  and  3  ml  of  perchloric  acid  and  the 
solution  is  evaporated  to  a  volume  of  approximately  l  ml.  The  solution  is  then 
diluted  to  an  appropriate  volume  (usually  500  ml  for  potassium  or  100  ml  for  sodium, 
calcium,  and  barium)  and  the  absorption  is  determined  with  an  atomic  absorption 
spectrophotometer.  There  are  no  significant  interferences  from  the  amounts  and  ratios 
of  salts  found  in  nitrocellulose-base  propellants.  The  accuracy  of  the  methods  was 
checked  with  actual  and  snythetic  propellants.  The  proposed  methods  are  more 
reliable  and  considerably  more  rapid  than  the  wet  chemical  methods  presently  used 
for  the  determination  of  inorganic  salts  in  nitrocellulose-base  propellants.  ' 


i  wvm1473 


MBPbASS*  M  Si 

sssslsts  esa  > 


mii,  i  jm  w,  «mcn  is 
r  vss. 


iscsitty  dussHUsttos 


Propellants 

Nitrocellulose-Base  Propellants 

Potassium 

Sodium 

Calcium 

Barium 

Atomic  Absorption 


